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Abstract-For t h e  noninvasive diagnosis of heart  disease 
based on t h e  acoustic characteristics of t h e  hear t  muscle, 
we have developed a new method for accurately tracking 
t h e  movement of t h e  heart  wall. By this method,  a veloc- 
ity signal of t h e  hear t  wall with a small ampli tude of less 
t han  10 p m  on t h e  motion resulting from a hear tbea t  with 
large ampli tude of 10 m m  can be successfully detected with 
sufficient reproducibility in t h e  frequency range up t o  sev- 
eral  hundred Her tz  continuously for periods of about  10 
heartbeats.  In this paper,  t h e  method is applied t o  multi- 
ple points preset in t h e  left ventricular (LV) wall along t h e  
ultrasonic beam so tha t  t h e  spatial  (depth)  distributions 
of t h e  velocity at these points are  simultaneously obtained. 
T h e  motion of t h e  heart  wall is divided into t h e  follow- 
ing two components:  parallel global motion of t h e  heart  wall 
and  the change in myocardial layer thickening at each depth  
across t h e  LV wall during myocardial contraction/relaxation. 
T h e  la t ter  component is superimposed on t h e  M (motion)- 
mode image using a color code t o  m a p  contraction as red 
and expansion as blue. By preliminary human studies, t h e  
principle of t h e  method proposed in this paper  is verified 
and  t h e  frequency band of t h e  components generated by 
thickening and/or  thinning in t h e  myocardium is identified. 
This  new approach offers potential  for research on nonin- 
vasive acoustical diagnosis of myocardial local motility, t h a t  
is, t h e  myocardial layer function at each d e p t h  in t h e  ven- 
tr icular wall. 
I. INTRODUCTION 
E HEREIN CONSIDER the detection of velocity sig- 
nals {~(z , ;  t ) }  at multiple points {i} preset in the LV 
wall as illustrated in Fig. l (a)  using ultrasound from the 
chest wall, where the symbol {.} denotes the set employed 
in this paper. The instantaneous position in the depth di- 
rection of the ith point set in the LV wall is denoted by 
zZ( t )  as shown in Fig. l(b). The component of the mo- 
tion parallel to the ultrasonic beam is shown in Fig. l ( ~ ) .  
The parallel components at all points along the ultrasonic 
beam in Fig. l (c)  are the same in phase and magnitude if 
the beam is perpendicular to the heart wall. The LV wall 
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Fig. 1. An illustration explaining the process of the evaluation of the 
local change in thickness during myocardial contractionlrelaxation 
based on noninvasive detection of velocity signals {'U(%*; t ) }  and the 
instantaneous positions {rci(t)} of multiple N points {i} in the heart 
wall. (a): Cross-sectional image of the heart wall. (b): Tracking re- 
sults { z i ( t ) }  for multiple N points { i }  in the heart wall, shown in the 
same form as in the M-mode image. zi ( t )  shows the instantaneous 
position in the depth direction of the ith point preset in the heart 
wall, where i = 1,2,.  . , N. (c) and (d): Tkacking results { z z ( t ) }  are 
divided into the parallel motion z1 ( t )  in ( e )  and the local change in 
thickness {zi( t )  - TCI ( t ) }  during myocardial contraction/relaxation 
in (d). From the latter spatial distribution, the instantaneous lo- 
cal change in thickness, which corresponds to  the myocardial local 
motility, is evaluated and displayed in a color-coded image in this 
paper. 
motion during the cardiac cycle is much larger in mag- 
nitude compared with the thickness change. T h e  LV wall 
shows periodic thickening and thinning along with myocar- 
dial contraction and relaxation as illustrated in Figs. l(b) 
and (d). The difference between position x i ( t )  of the ith 
point and position zi+l(t) of the (i+ 1)th point shows the 
local thickness at every instant of time during one cardiac 
cycle as shown in Fig. l (d) .  The thickness change corre- 
sponds to the local motility of the myocardial layer across 
the LV wall, possibly an essential diagnostic tool for heart 
diseases. 
To establish this noninvasive method for the local char- 
acteristics across the LV wall using ultrasound, accuracy 
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required in the simultaneous measurement of the instan- 
taneous positions { z % ( t ) }  of the multiple points { i }  in the 
heart wall is estimated as follows. For the interventricular 
septum (IVS), for example, the thickness is about 10 mm 
for a normal young adult and the change in thickness is 
approximately 1 mm to 3 mm during one cardiac cycle [I]. 
Thus, when the distance between points (2)  and (i + 1) is 
0.75 mm, the minimum value of the thickness change be- 
tween these points is approximately 75 pm. For the eval- 
uation of local myocardial motility, therefore, 10 pm is 
employed as the necessary spatial resolution in the mea- 
surement of instantaneous position. If the velocity signal 
u(x%;t) of the ith preset point is detected based on the 
pulse Doppler method, necessary accuracy of the velocity 
measurement is about 10 pm/200 ps = 0.05 m/s when the 
pulse repetition frequency (PRF) of the transmission-pulse 
train is 5 kHz (= 1/200 ps). If the equivalent sampling pe- 
riod of the velocity signal w ( ~ % ;  t )  is longer than 200 ps as 
in the standard color Doppler system, for example, more 
accurate velocity measurement is required. Since there is 
motion with large amplitude (about f10 mm) caused by 
the heartbeat as described above, moreover, the dynamic 
range required in the measurement of the displacement is 
about 1000 (= 10 mm/lO pm) = 60 dB in amplitude. 
M-mode echocardiography offers an advantage in criti- 
cally looking at the motion pattern of the left ventricle be- 
cause of the increased frequency of sampling. However, its 
spatial resolution along the ultrasonic beam is limited to a 
few wavelengths, namely, only up to 1 mm for ultrasound 
of 3 MHz. Moreover, to detect the displacement of point 
( i )  as waveform as shown in Fig. l (b)  to be analyzed, it is 
necessary to accurat(e1y identify its instantaneous position 
zz ( t )  and to trace the resultant displacement. However, 
this is not easily realized in M-mode echocardiography. On 
the other hand, numerous elaborate techniques have been 
proposed for noninvasive measurement of the velocity of 
the blood flow in the heart or the arteries based on the 
Doppler effect [a]-[ll]. Moreover, several methods, includ- 
ing the PLL techniques, have been developed to measure 
changes in the diameter of the arterial walls by tracking ar- 
terial wall displacement including only low frequency com- 
ponents with small amplitudes [12]-[31]. However, transcu- 
taneous and accurate detection of the velocity signal on or 
in the heart wall has not yet been established. 
We have proposed, therefore, a noninvasive transcuta- 
neous method for detecting small velocity signals on the 
surface of the heart wall [l], [32]. By calculating the con- 
straint cross-correlation function between the sequentially 
received echoes, the phase change caused by displacement 
of the ith preset point during the pulse repetition pe- 
riod AT is accurately determined and the average velocity 
~ ( 5 % ;  t )  during the period is obtained. By adding the prod- 
uct of u(xz; t )  and AT to the previous object position x Z ( t ) ,  
the next position xz(t + AT) is estimated. The detected 
velocity signal shows rapid motion of the heart wall in- 
cluding high frequency components with small amplitudes, 
which are difficult to recognize by M-mode echocardiogra- 
phy. The validity of the proposed method has been con- 
firmed by experiments using a water tank and has been 
applied to the in vivo detection of small velocity signals, 
with sufficient reproducibility, on the wall of the human 
heart [l]. Spectrum analysis was first applied to the resul- 
tant noninvasively detected signals to show the possibility 
of acoustic diagnosis of the heart wall [l]. However, it cor- 
responds to the global evaluation of the heart wall because 
the detected velocity signals have not been divided into the 
parallel and thickness change components, and the latter 
component is much less than the former one. 
In this paper, the method is applied to multiple points 
preset along an ultrasonic beam in the LV wall so that the 
instantaneous object positions {xi ( t ) }  and the velocity sig- 
nals {w(zi;t)} are obtained for these multiple points { i }  
in the LV wall. From the spatial distributions of { z i ( t ) }  
and { v ( z i ;  t ) }  in the direction of depth, the motion of the 
LV wall is divided into the parallel component x l ( t )  as 
shown in Fig. l(c) and the thickness change components 
{xi(t) -xi-~ ( t ) }  during myocardial contraction/relaxation, 
as shown in Fig. l(d). From the latter component, the spa- 
tial distribution of the normalized local change in thickness 
of the heart wall is obtained and is superimposed on the M- 
mode image using a color code. The principle is confirmed 
by the preliminary in vivo experiments herein reported. 
By applying spectrum analysis to the velocity signals, the 
frequency band for the component due to the myocardial 
thickening and thinning is identified. 
11. PRINCIPLE OF ACCURATE MEASUREMENT OF
INSTANTANEOUS POSITION AND VELOCITY 
IN THE MYOCARDIUM 
From observation of the standard echo cardiography, 
it can be assumed that there are many objects along the 
ultrasonic beam in the heart wall which reflect the trans- 
mitted ultrasonic pulse. Thus, we manually preset multiple 
N points { i }  in the heart wall a t  a time t o  in one cardiac 
cycle by referring to the M-mode image. In this paper, we 
assume that each point of { i }  has a velocity component 
which is parallel to the direction of this beam if the direc- 
tion and position of the ultrasonic beam are appropriately 
selected so that it is perpendicular to the wall of the heart 
during the cardiac cycle. The principle of the accurate de- 
tection of the instantaneous positions {xZ ( t ) }  and velocity 
signals {w(xz; t ) }  of multiple points { i }  in the heart wall is 
briefly described as follows by referring to [1]. 
A.  Measurement of Object Velocity u(xi;  t )  
RF pulses with angular-frequency W O  = 2 r f o  are trans- 
mitted at a time interval of AT from an ultrasonic trans- 
ducer on the chest surface as illustrated in Fig. 2. Defining 
the acoustic velocity as CO, the instantaneous distance of 
a object point (2)  from the ultrasonic transducer is de- 
noted by zi(t) = C O .  T i ( t ) ,  where T i ( t )  is the instantaneous 
period required for one-way transmission from the ultra- 
sonic transducer to the object ( i ) .  The ultrasonic pulse 
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Fig. 2. Schematic representation of the principle of the transcuta- 
neous detection of a velocity signal u(xi,t) and the instantaneous 
position x i ( t )  of the ith point in the heart wall using pulsed ultra- 
sound from the chest wall. 
reflected by the object (i) is received by the same ultra- 
sonic transducer. The output signal, ~ ( t ) ,  is amplified and 
quadrature-demodulation is applied to the signal. The re- 
sultant in-phase and quadrature signals are simultaneously 
A/D converted at a sampling period of Ts, and these two 
signals are combined into a complex signal, which is termed 
an analytic signal. The analytic signal is then separated 
into the response signals {y(zi; t ) }  for each transmitted 
pulse, where xi(t) and its simple expression xi denote the 
depth of the object (i) from the ultrasonic transducer. The 
spatial resolution Axs in the depth direction is equal to 
Ts . col2 as shown in Fig. 2. 
The phase Q(xi;t) of the resultant sectional analytic 
signal y ( q ;  t )  is given by the angular frequency WO mul- 
tiplied by twice the delay time ~ i ( t )  in the one-way propa- 
gation from the ultrasonic transducer to the object. Thus, 
the phase difference Ad(x i ;  t )  between the analytic signals 
y(xi; t )  and y(xi; t + AT) of the received signals for the 
successively transmitted pulses in the interval AT is given 
by 
where Ax, ( t )  = x,(t + AT) - z,(t) is the movement of the 
object ( i )  in the period AT after a time t ,  where it can be 
assumed that the received interval almost coincides with 
the transmitted interval A T  of the ultrasonic RF pulses. 
By dividing the movement Ax,(t) by the period AT, the 
average velocity, denoted by G(xz;t + y), of the object 
during the period AT around the time t+AT/2 is given by 
the phase difference Ad(zi; t )  between the successively re- 
ceived analytic signals y(z,; t )  and y(x,; t + AT) as follows 
[ll]: 
B. Accurate Determination of the Phase Change AQ(x,; t )  
Since it is essential to accurately determine the phase 
change AO(x,; t )  of ( 2 )  during the period AT, the follow- 
ing complex correlation is introduced in the determination 
procedure of the movement, S,, of the object position xZ( t )  
from the data of the preceding section during the period 
AT. 
Based on the least squares method, we define the nor- 
malized mean squared difference between the analytic sig- 
nal y(xz + 6,; t + AT) and the preceding signal y(z,; t )  by 
%(A; (L), 
where 6, is the movement, to be determined, of the ob- 
ject i during the period AT of the consecutive echoes and 
,&(6,; xi; t )  is the average change from the analytic signal 
y(z; t )  to y(x + 6,;t + AT) around zi(t) and is a func- 
tion of 6,, xi(t), and t .  The range from xi(t) - Ax to 
xi@) + Ax around the previous object-position xi( t )  is 
the period where the above difference is evaluated and the 
range 2Ax corresponds to the length of the RF pulse trans- 
mitted from the ultrasonic transducer. The denominator 
of ( 3 )  shows the average power of these analytic signals 
around xi(t), which normalizes the mean squared differ- 
ence of the numerator. 
From the theoretical consideration [I], the optimum 
value of /In by which the minimum of an&; 6,) is given 
coincides with the pn which maximizes the magnitude of 
the standard complex cross-correlation function between 
y(z; t )  and y(z; t + AT) in the range around xi@). 
When the received complex signals y(x; t )  and y(z; t + 
At) are described by the damped sinusoidal signals, how- 
ever, the above standard cross-correlation procedure does 
not uniquely determine the optimum movement 6, of 
the signal y ( z ; t  + At) from y (x ; t )  as theoretically de- 
scribed in [l]. To solve the above problem, by restricting 
the magnitude of Pn(6,;xi;t) in ( 3 )  to one and replac- 
ing Pn(6,; zi; t )  by exp(jAQ(6,; xi; t ) ) ,  we redefine the nor- 
malized mean squared difference a(A0; 6,) of (3) between 
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y(zi + SX; t + AT) and y(zi; t )  by a(AO; dX): 
4AO; 6,) 
where AO(6,; zi; t )  is the phase change from ~ ( z ;  t )  to y(x+ 
6,; t + AT) around z i ( t )  and is a function of ax, zi ( t ) ,  and 
t .  The minimization of a(AO; 6,) is achieved by: 
x ; ( t i + A x  
I z=xi ( t ) -Ax  I 
For this value of exp(ja^e), the minimum o l ~ l ~ ( 6 , )  of 
a(AO;dx) with respect to AO is uniquely given. By in- 
troducing the restriction, a solution different from the 
complex cross-correlation function derived from the non- 
restricted definition in ( 3 )  is obtained [l]. From the phase 
change AO(6,; xi; t )  and 6, by which minimization of 
a(AO;d,) in ( 3 )  is achieved, the average velocity in (2) 
is given by: 
h h 
h h  h 
C. Racking the Object Position z i ( t )  
The position x,(t) of the object ( i )  in the heart wall 
changes by more than 10 mm due to the heartbeat in one 
cardiac cycle. It is, therefore, necessary to accurately track 
the instantaneous object position z z ( t )  in order to estimate 
the velocity signal v(x,; t )  of the object ( i ) .  For this pur- 
pose, by multiplying the velocity estimate G(zZ; t + 9) of
(4) by the period AT, the next object position %(t + AT) 
is estimated by: 
; , ( t + ~ T ) = % ( t ) + i . ( z , ; t + ~ )  AT .AT. [ml 
( 5 )  
Thus, the resultant object position c(t) and the velocity 
II (zz; t + y) are simultaneously determined. 
The quadrature-demodulated signals are A/D con- 
verted at a sampling interval of Ts. When the velocity 
is assumed to be 5 mm/s, for example, and the time in- 
terval AT of the transmission of the RF pulses is 200 ps, 
the displacement Ax, ( t )  = z, ( t  + At )  - x, ( t )  of the object 
(i) is 2 pm during the time interval AT, which is much 
less than the spatial resolution Axs = TS x co/2=750 pm 
of Fig. 2 in the depth direction when the sampling pe- 
riod Ts is l ps. As shown in this example, the resultant 
estimate <(t) of the next object position in (5) is repre- 
sented not by a discrete value but by the continuous value 
h 
in the above procedure because the instantaneous velocity 
v ( z i ; t )  is given by the phase difference AO(zi;t) in (2). 
Thus, accurate tracking of the object is realized by this 
method, which is confirmed by the experiments in Sec- 
tion V. 
111. PRINCIPLE OF THE MEASUREMENT OF THICKNESS 
CHANGE IN THE MYOCARDIUM 
By applying the above method to  each of the multiple N 
points in the heart wall, the instantaneous object positions 
z z ( t ) ,  and the velocity signals v (z i ;  t )  are obtained for i = 
1 , 2 , .  . . , N as shown in Fig. I(b). At the beginning of this 
procedure, the initial positions (depth) {xi(to)} of the N 
points { i }  at a time t o  are manually preset at even intervals 
of AXS along the ultrasonic beam in the heart wall, where 
AXS is the spatial resolution in the depth direction. We 
employ the time to  at 200 ms before the first R-wave during 
the AID conversion, regarding it as near the end-diastole. 
Thus, the initial positions are given by: 
zz(t0) = ZI(t0) + Axs x ( 2  - l), (6) 
where i = 1 , 2 , .  . . , N .  For example, for the presetting of 
the initial positions in the IVS with reference to the lon- 
gitudinal M-mode image, zl(t0) and xN(t0) correspond to 
the position on the surface of the right ventricle (RV) and 
the surface of the left ventricle (LV) of the IVS, respec- 
tively. For the setting in the LV posterior wall, zl(t0) and 
 to) correspond to  the positions on the endocardium 
and the epicardium in the wall, respectively. 
Let us assume that the ultrasonic beam is perpendic- 
ular to the heart wall during one cardiac cycle as shown 
in Fig. l (a )  and that the velocity direction of each point 
i in the heart wall is parallel to the direction of the ul- 
trasonic beam. Thus, from the difference between the in- 
stantaneous object position zi ( t )  and the instantaneous 
position x,+1 ( t )  of the sequentially set point, the thickness 
of the local region between points (i) and ( i  + l), which is 
denoted by hi(t), is obtained by: 
hi(t) = zi+l(t) - zi ( t )  > 0. [m] (7) 
Since the depth axis of Fig. l (b)  is positive in the down- 
ward direction, the thickness hi(t) in (7) is always positive 
as shown in Fig. l (d) .  
On the other hand, from the difference between the ve- 
locity values u ( q ;  t )  and v(z i+ l ;  t ) ,  the instantaneous speed 
Athi(t) of the local change in thickness is obtained by: 
Athi(t)  = w(zi+l; t )  - v(zi;  t ) .  [m/s] (8) 
When the region between the ith and (i  + 1)-th points 
become thicker at a time t ,  &h,(t) > 0, while for the case 
when the region become thinner, Ath,(t) < 0. However, 
Ath,(t) depends on the distance between xi(t) and xi+l(t). 
Thus, by dividing Athi(t) by the distance Izi+l(t) -xi(t)I, 
the normalized speed of the local change in thickness which 
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occurs in the assumed homogeneous myocardium between 
points ( i )  and ( i  + l), denoted by Si(t ) ,  is defined by: 
In actual in vivo measurement for the IVS, for example, 
the typical values of A,hi(t) and Ixi+l(t) - zi(t) l  are 4 
mm/s and 0.75 mm, respectively. For these values, Si(t) 
of (9) is 5.3 [(mm/s)/mm]. By multiplying an appropriate 
short period STo and the thickness of the region by the nu- 
merator in the right-hand side of (9), the thickness change 
which occurs in the region per period 6To is estimated. 
Thus, &(t) of (9) yields a generalized form because &(t) 
does not depend on the PRF nor on the spatial resolution 
AXS directly determined by the sampling period Ts in the 
A/D conversion. 
The spatial distributions {S i ( t ) }  of the normalized 
speed of the local change in thickness are color coded and 
superimposed on the M-mode image. In this paper, red 
corresponds to thinning of the myocardium (Si(t) < 0) 
and blue corresponds to thickening of the myocardium 
(Si@) > 0) as shown in Fig. 6(1-d). The color scheme 
corresponds to the temperature increase due to the adia- 
batic contraction and the temperature decrease due to the 
adiabatic expansion, respectively. This color scheme differs 
from that employed in standard color Doppler imaging [ll] 
or tissue Doppler imaging [35]-[37] because the color cod- 
ing in those systems is determined not by the speed of 
the local change in thickness but by the estimated local 
instantaneous velocity. 
IV. A SYSTEM FOR MEASUREMENT AND ANALYSIS 
In order to realize the procedure proposed in Sections I1 
and 111, a high speed A/D converter with a large-scale 
memory and an engineering workstation are employed 
to analyze the analytic signal, y(t), resulting from the 
quadrature-modulation of the signal x ( t )  received by the 
sector-type ultrasonic transducer of the standard ultra- 
sonic diagnostic equipment (Toshiba SSH-160A). In the di- 
agnostic equipment, the standard B-mode cross-sectional 
image and M-mode image are displayed to identify the 
measurement points on the heart wall. The frequency 
fo of the transmitted ultrasound and repetition interval 
AT=(l/PRF) of the transmission of the ultrasonic pulses 
are set at 3 MHz and 222 ps, respectively, in the exper- 
iments in the following sections. At these conditions, the 
upper limit lumazl of the velocity measurement, which is 
free from the aliasing effect, is given by: 
l%r"l = ~ = 0.462 m/s, 
4foAT 
when the acoustic speed CO is assumed to be 1540 m/s. 
The upper limit is much greater than the velocity of the 
LV wall. 
The signal, z ( t ) ,  received by the ultrasonic transducer 
is amplified and quadrature-demodulated by the ultra- 
sonic diagnostic equipment. The resultant in-phase signal 
and the quadrature signal are simultaneously A/D con- 
verted with a 2-channel 12-bit A/D converter at a sam- 
pling rate of l/Ts. The sampling rate 1/Ts in the system 
is variable from 1 MHz to 10 MHz; 1 MHz is employed 
in the following experiments. Thus, the spatial resolution 
AXS = TS . c0/2 in the depth direction is about 0.75 mm. 
In the A/D converter employed, the length of each signal 
is limited to 1,046,000 points (-. 1 Mega words). However, 
these two signals are digitized only for the period of length 
To where at least the signals reflected at the N points are 
received by the ultrasonic transducer. Thus, the effective 
length of the digital signal in the A/D converter is in- 
creased from 1 second (= 1 Mega x Ts) to several seconds 
(= 1 Mega x TS x ATIT,), that is, several heartbeat peri- 
ods because the typical values of AT and TO are 222 ps and 
35 ps, respectively, for the experiments in this paper. For 
this intermittent digitization, a sampling clock of 1 MHz is 
generated only for the period To by an external signal gen- 
erator, which is completely synchronous with the master 
clock of the ultrasonic diagnostic equipment. The electro- 
cardiogram (ECG) and phonocardiogram (PCG) are also 
digitized so that their acquisition timing is synchronous 
with that of the ultrasonic wave transmission from the 
transducer. Then, the proposed method described in Sec- 
tions I1 and 111 is applied to the resultant digital signals, 
which are transferred from the A/D converter to  the work- 
station via a GPIB interface. Each resultant velocity sig- 
nal u ( z i ; t )  obtained by the proposed method is passed 
through the digital low-pass filter with a cut-off frequency 
f c  of 600 Hz, which is realized by the finite impulse re- 
sponse (FIR) filter of the Hamming window with a length 
of 3.3 ms. 
V. EXPERIMENTAL EVALUATION F MEASURABLE 
LOWER LIMIT USING WATER TANK 
In a previous paper [l], the principle of the method 
proposed in Section I1 was confirmed using a water tank 
which simulated the small vibration of the ventricle wall on 
the motion with large amplitude of f7.5 mm caused by the 
heartbeat. Briefly, for large amplitude motion caused by 
the eccentric cam in the water tank, the tracking result of 
the surface of the rubber plate exactly coincided with the 
M-mode image. For small vibration with a peak-to-peak 
amplitude of about 20 pm generated by a small vibrator on 
the eccentric cam, evaluation using the squared-magnitude 
of the coherence function showed that the small velocity 
signal on the large motion was successfully detected in the 
frequency range from 1 to 1000 Hz. 
In this paper, in addition to  the above experiments, 
the lower limit of the measurable velocity and the thick- 
ness change is evaluated using a rubber plate fixed in a 
water tank. The longitudinal velocity CO in the rubber is 
about 1.5 x lo3 m/s. The measurement system described 
in Section IV is employed with the same values for the 
parameters of fo,  AT, Ts, and fc. 
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Fig. 3 .  Experimental results for evaluation of measurable lower limit 
using a water tank. (a): The object motion z s ( t )  and z Z ( t )  estimated 
by the proposed method, superimposed on the M-mode image ob- 
tained by the magnitude of the received signal. (b) and (c): The 
velocity signal estimates v(zs; t )  and U(.%; t )  of points (s) and (i). 
(d): The change in thickness, h(t) ,  between point (i) and (s) obtained 
from v(zs;t) and u ( z i ; t ) .  
Fig. 3(a) shows the M-mode image obtained from the 
magnitude of the received signal. The positions xs ( t )  and 
~ ( t )  of point (s) on the rubber surface and point (i) in the 
rubber, respectively, are manually preset at the leftmost 
timing in Fig. 3(a). The distance between these points is 
0.75 mm. The tracking results superimposed in Fig. 3(a) 
show that x s ( t )  and zi ( t )  are almost straight lines. 
Figs. 3(b) and (c) show that the velocity signals ~ ( x , ;  t )
and ~ ( z i ;  t ) at points (s) and (i) obtained by the proposed 
method. By integrating the difference between U(%,; t )  and 
 xi; t ) ,  the change in thickness, h(t) ,  of (7) is obtained as 
shown in Fig. 3(d). 
The vertical axis of Figs. 3(b)-(d) is magnified so that 
the noise component of each signal can be shown. Each 
signal should be zero if the signal-to-noise ratio is infinite. 
From Figs. 3(b) and (d), the lower limit lwminl of the ve- 
locity measurement is approximately given by: 
Iuminl = 0.1 mm/s, (11) 
which is less than l/2000 of the upper limit Iumazl = 
462 mm/s of the measurable velocity in (10). Since lumazl 
corresponds to 7r radian of the phase-shift during the pulse 
repetition interval AT, error in the phase-shift detection is 
less than 0.04 degree (= 0.1 [mm/s] x 180"/462 [mm/s]). 
The dynamic range of the velocity measurement is given 
by: 
%,X dynamic range = 2010g - = 73 dB. (12) 
From Fig. 3(d), the lower limit IhminI of the measurement 
of the change in thickness between these two points (s) and 
(i) in the developed measurement system is approximately 
given by: 
I V m i n  I 
lhminI = 0.1 pm. (13) 
Fig. 4. A standard B-mode short-axis image showing the cross- 
sectional area around the detected points preset in the interventric- 
ular (IVS) in an in vivo experiment for the detection of their instan- 
taneous positions and the velocity signals of a presumedly healthy 
26-year-old male volunteer. Points (R) and (L) are on the RV sur- 
face and the LV surface of the IVS, respectively. The ultrasonic beam 
passing through the two points is almost perpendicular to the septum 
during the measurements. 
n o m  these experiments, sufficient accuracy and precision 
have been confirmed. 
VI. In Vivo EXPERIMENTAL RESULTS FOR THE 
INTERVENTRICULAR SEPTUM 
A. Explanation of the Procedure of the Proposed Method 
The proposed method is applied to the detection 
of velocity signals on the IVS of a healthy 26-year- 
old male volunteer. Fig. 4 shows the B-mode image of 
the LV in the short axis, which was obtained by stan- 
dard ultrasonic diagnostic equipment. The 14 points { i}  
are set in the region from point (R) on the RV sur- 
face to point (L) near the LV side of the IVS, where 
x ~ ( t )  = q ( t )  and x ~ ( t )  = x14(t). Since the results 
obtained by the proposed method depend on the an- 
gle between the direction of the velocity vector and the 
ultrasonic beam, the direction of the ultrasonic beam 
passing through points (R) and (L) is selected so that 
the beam is on the LV center in the cross-section 
and is almost perpendicular to the IVS, as shown in 
Fig. 4, during the A/D conversion of several cardiac cy- 
cles. During the acquisition period, respiration is sus- 
pended. 
Figs. 5(a) and (b) show the ECG and PCG, respec- 
tively. Fig. 5(c) shows the M-mode image which was re- 
constructed from the magnitude of the digitized signal 
of the analytic signals. Before applying the method de- 
scribed in Scction 11, by referring to the M-mode image of 
Fig. 5(c), the positions { E % ( t o ) }  of the 14 points { i }  are 
manually preset using the workstation at even intervals 
of Axs=O.75 mm from point (R)  near the surface of the 
RV side of the IV to point (L) near the surface of the LV 
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Fig. 5. I n  wzwo experimental results of instantaneous object position 
and velocity estimated at 14 points { i }  preset in the IVS of the 
normal young male subject in Fig. 4. (a): ECG. (b): PCG. (c): The 
M-mode image. (d): The tracking results {;i((t)} in (7) of the 14 
points { i } ,  which correspond to the illustration of Fig. l(b). These 
results are superimposed on the M-mode image in (c). The points (R) 
and (L) correspond to the surface on the RV side and the surface near 
the LV side of the IVS, respectively. (e): Superimposed estimates d 
the velocity signals {;(q; t ) }  of the 14 points {i} in the heart wall. 
(f):  The change in thickness, {;i((t) - ;~ ( t ) }% from the RV side to the 
i th point in the IVS for i = 1 , 2 , .  . . ,14.  (g): The normalized speed of 
the local change in thickness, {S i ( t ) }  [(m/s)/m], which occurs in the 
region between points {z} and {z + l}. The absolute values {lSz(t)l) 
are mapped using black and white and the results are superimposed 
on the tracking results of (d). 
side. The tracking results {5$(t)}, estimated by (5) of the 
14 points {i}, are superimposed on the M-mode image as 
shown in Fig. 5(d). 
Fig. 5(e) shows the superimposed estimates of the ve- 
locity signals {G(xz;t)} on the tracked points {.?Z(t)}, 
where i = 1,2 , .  . . ,14. The vertical axis of Fig. 5(e) is 
inverted so that the negative value of the velocity, which 
is shown above the baseline, corresponds to the situation 
in which the object moves in the direction of the ultra- 
sonic transducer on the chest wall, which is more easily 
understood. The resultant vibration signals are sufficiently 
reproducible for five heartbeat periods. 
Fig. 5(f) shows the thickness change, {5$(t) - G(t)}, 
that occurs in the region between the point (R) on surface 
of the RV side and the ith point in the IVS. Each waveform 
of {.^Z(t) -g(t)} is also almost completely reproducible for 
the five heartbeat periods. For the systolic phase, the IVS 
becomes about 3 mm thicker than that of the diastolic 
phase, where the thickness of the IVS is about 10 mm at 
the end of the diastole. 
Fig. 5(g) shows the normalized speed of the local change 
in thickness, {Si( t )} ,  of (9), which occurs in the local re- 
gion between points { i }  and {i + 1). In this figure, their 
absolute values {ISi(t)l} are mapped as black and white 
and the rcsults are superimposed on the tracking results 
{ Z Z ( t ) }  of Fig. 5(d). For the region and the timing where 
there is a large change in thickness in Fig. 5(f), for exam- 
ple, for the beginning and the end of the systole especially 
at the LV side in the IVS, the instantaneous local change 
in thickness is found to be large. 
B. Color-Coded Imaging 
By magnifying the time axis in Fig. 5, Fig. 6(1) 
shows the results for the first cardiac cycle. Fig. 6(1- 
d) shows the tracking results ( Z 2 ( t ) }  of the 14 points 
(2) by white lines and the normalized speed of the 
local changc in thickness, {SZ( t )} ,  of (9). The values 
{S2( t )}  are color coded according to the coloring scheme 
described in Section I11 and the results are superini- 
posed on the M-mode image of Fig. 6(1-c). Fig. 6(1- 
e) shows superimposed estimates of the velocity sig- 
nals {G(xz;t)} of the 14 points { i}  in the heart wall. 
Especially for the period of the beginning of the sys- 
tole and the beginning of the diastole after the sec- 
ond heart sound (11), there are relatively large dif- 
ferences between the velocity estimates, which corre- 
spond to the thiclcning and thinning, respectively, in 
the heart wall. For the period around the R-wave and 
the center of thc diastole, however, these velocity esti- 
mates coincide with each other, which corresponds to 
the parallel motion as illustrated in Fig. l(c).  Fig. 6(1- 
f )  shows the change in thickness, {Z2 ( t )  - Zl(t)}, be- 
tween the RV side and the zth point in the IVS fox 
~ = 1 , 2  , . . . ,  14. 
C. Spectrum Analysis of the Velocity Signals 
Figs. {7(c-i)) (i=l, 3 ,  5, 7 ,  9, 11, 13) separately show 
each of the velocity signals {G(xz; t ) }  for 7 of the 14 points 
of Fig. 5(e). In these figures, the results for the first 5 
heartbeats are overlaid and shown. Around the center of 
the systolic phase, the velocity estimates {$(xi; t ) }  in the 
IVS have small positive values for about 200 ms as shown 
in Fig. 7(c), which means that the IVS slowly moves to 
the LV. The amplitude of G(z1;t) of Fig. 7(c-13) on the 
LV side is a little greater than that of G(zR; t )  of Fig. 7(c- 
1) on the RV side, especially in the systolic phase. This 
difference corresponds to the change in thickness due to 
the expansion in the wall of the IVS. 
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Fig. 6 .  I n  vivo experimental results of the instantaneous object po- 
sition and the velocity estimated at 14 points { i }  in the IVS for the 
first cardiac cycle. (1) the normal subject in Fig. 5. (2) a 32-year- 
old male patient with acute lymphoblastic leukemia and with serious 
cardiomyopathy, who had been treated with antracenadiones, where 
the measurement was performed five months before his death. (3) 
the same serious patient as Fig. 6(2), where the measurement was 
performed two months before his death and three months after the 
measurement in Fig. 6(2). (a): ECG. (b): PCG. (c): The M-mode 
image. (d): The tracking results {z<(t)} in (7) of the 14 points { i }  
are shown by white lines. The normalized speed of the change in 
thickness, S,(t) [(m/s)/m], is mapped according to the defined color 
scheme and is superimposed on the tracking results. (e): Superim- 
posed estimates of the velocity signals {G(zi; t ) }  of the 14 points { i }  
in the heart wall. (f): The change in thickness, Gi((t) -G l ( t ) ,  in the 
region from the RV side to the ith point in the IVS for i = 1 , 2 , .  . .  ,14. 
Figs. {7(d-i)} (i=l, 3, 5, 7, 9, 11, 13) show the aver- 
age power spectra {P(xi;  f ) }  of {G(xi; t ) }  in Figs. {7(c-i)}. 
Each spectrum is obtained by applying FFT to $(xi; t )  for 
the period of f l O O  ms around the timing of the second 
heart sound (11) in Fig. 7(a) for each heartbeat, where 
the Hanning window is employed. The vertical bar for 
each frequency shows the minimum and maximum val- 
ues of the power spectra of the velocity signals in the first 
five heartbeats. As shown in these figures, there are large 
components in the low frequency range less than 25 Hz, 
which correspond to the large motion due to the heart- 
beats. There is sufficient reproducibility even for the high 
frequency components from 25 Hz to 90 Hz. The frequency 
component at 90 Hz is less than the maximum component 
at 10 Hz by about 20 dB. Even for these small components, 
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which are within the thickncss of thc overlaid curvcs in 
Figs. {7(c-i)}, the waveform is accurately detected by the 
proposed method. 
By applying the power spectra { P ( x i ; f ) }  of the ve- 
locity signals {G(x. i ; t ) }  detected for the points from the 
RV surface to near the LV surface in the IVS, there are 
increases of power from P ( x l ; f )  to P(x13; f ) ,  which are 
similar to those in the velocity signals in Figs. {7(c-i)} 
due to the thickening and thinning in the heart wall in the 
period around the second heart sound (11). However, com- 
parison of the power at each frequency in Figs. {7(d-i)} 
shows that am increase of power occiirs in the frequency 
band from 25 Hz to about 90 Hz, while for the components 
in the frequency band less than 25 Hz, there is little differ- 
ence in power. From these results, the dominant frequency 
band of the components generated by the thickening and 
thinning in the heart wall at the timing around the second 
heart sound, which is shown by red and blue in Fig. 6(1-d), 
is from 25 Hz to at least 90 Hz. 
To quantitatively eva1uat)e the reproducibility of the 
similarity of the M-heartbeat velocity signals {c (xi; t ) }  
( j  = 1 , 2  , . . . ,  M )  for each frequency component of f ,  
where subscript j denotes the cardiac cycle number, the 
reproducibility function Iyo(f) l 2  was introduced in the pre- 
vious report [l]. The range of l T 0 ( f ) I 2  is from 0 to 1. If 
i ?0( f ) l2  is equal to 1, the velocity signals { q ( q ; t ) }  in 
the M heartbeats completely coincide for the frequency 
component of f .  If lTo(f)12 is zero, there is no correla- 
tion among {G(zi; t ) }  for the frequency components of f .  
Figs. {7(e-i)} (i=1, 3 ,  5, 7, 9, 11, 13) show the reproducibil- 
ity function, ly0(f)12, of the velocity signals {;;(xi; t ) }  for 
the first 5 heartbeats in Figs. {7(c-i)]. The analyzed peri- 
ods are the same as those in Figs. {7(d-i)}. In each result 
from Fig. 7(e-1) to Fig. 7(e-13), there is a high correla- 
tion between these velocity signals for the 5 heartbeats up 
to about 100 Hz. Thus, the reproducibility of the velocity 
signals of each point in the myocardium is quantitatively 
confirmed. 
D. Spectrum Analysis of the Speed of Thickness Change 
Figs. 8(c), (d), and (e) show the instantaneous speed 
&hz(t)  = G ( x , + ~ ;  t )  - G(xz; t )  of the change in thickness 
of (8) for the velocity signals in Fig. 5(f), the magni- 
tude of transfer function H ( x 2  + z,+2; f )  from v(x,; t )  to 
v(x,+2; t ) ,  and the squared-magnitude of coherence func- 
tion y ( ~ ,  t x,+2; f ) ,  respectively, estimated in 6 regions 
in the IVS. These functions are defined in [l], [38] In 
Figs. {8(c-a)} (a=1, 3, 5, 7, 9, 11), the results for the first 
5 heartbeats are overlaid and shown. The vertical axis is 
magnified by 4 to those in Figs. {7(c-i)}. Fig. 8(c-O), bot- 
tom left, shows the instantaneous speed of the thickness 
change G(~14;t) ~ G(x1; t )  of the IVS. Especially in the 
systole, there are large thickness changes. 
In Figs. {8(d-2)} (a=1 ,  3, 5, 7, 9, ll), the period ana- 
lyzed and the window employed are the same as those in 
Fig. 7. As with the results in Fig. 7(d), for these transfer 
functions also a large increase in power is found to occur 
in thc frcquency band from 25 Hz to 90 Hz. Especially in 
Fig. 7(d-0), the bottom figure, which shows the magnitude 
of the transfer function from {G(x~; t ) }  of the RV surface to 
{G(zl4; t ) }  near the LV surface of the IVS, the results are 
clearly recognized The magnitude of the transfer function, 
which corresponds to the amplitude increase of G(xl4; t )  to 
G ( q ;  t )  due to the thickening of the myocardium, is about 
5 dB in the frequency band from 25 Hz to 90 Hz. 
In Figs. {8(e-i)} (i=l, 3, 5, 7, 9, ll), the analyzed pe- 
riods are the same as those in Fig. 8(d). There is a high 
correlation between these small velocity signals for the first 
5 heartbeats up to about 90 Hz. 
VII. REGIONAL MYOCARDIAL LAYER FUNCTION IN A 
PATIENT WITH ACUTE LYMPHOBLASTIC LEUKEMIA 
As an example of noninvasive diagnosis of myocardial 
damage induced by adriamycin injection, we applied the 
proposed method to a patient with serious cardiomyopa- 
thy. 
A. Velocity Signals, Change in Thickness, 
and Color- Coded Imaging 
For a 32-year-old male patient with acute lymphoblas- 
tic leukemia, who had been treated with antracena- 
diones (mitoxantrone) and who suffered from Doxorubicin- 
cardiotoxicity, the waveforms of the velocity signals, thick- 
ness change, and &(t) in the IVS are shown in Figs. 6 ( 2 )  
and (3). The subject suffered from severe cardiomyopa- 
thy. Three months after the measurement in Fig. 6 ( 2 ) ,  
the measurements were repeated for the same patient (in 
Fig. 6 ) ( 3 ) .  About two months after the last measurement, 
the subject died from the congestive heart failure. 
As shown in Figs. 6(2) and ( 3 ) ,  the results are quite 
different from those of the normal subject represented in 
Fig. 6(1). For the velocity signals in Figs. 6(2-e) and (3- 
e), the amplitude of the signals, especially for the higher 
frequency components, are smaller than that of the normal 
subject. As can be seen from Figs. 6(2-f) and (3-f), there is 
little change in thickness of the IVS. The maximum values 
of the change in thickness of the IVS are about 850 pm 
in Fig. 6(2-f) and 490 pm in Fig. 6(3-f). For the normal 
subject, however, the value is about 3600 pm as shown in 
Fig. 6(1-f). 
There are also clear differences in the spatial-time dis- 
tributions of {S , ( t ) }  in Figs. 6(2-d) and (3-d) from those 
in Fig. 6(1-d). For the normal subject, thickening and/or 
across the LV wall. For the serious patient, however, the 
periodic change in each layer thickening with the cardiac 
cycle disappears and, moreover, the heterogeneous behav- 
ior across the LV wall becomes obvious. 
B. Spectrum Analysis 
thinning occur simultaneously in time and homogeneously 
Fig. 9 shows the velocity signals, their power spectra, 
and the reproducibility function, estimated at 7 points in 
the IVS for the same patient. The measurement was per- 
formed two months before his death, the same as that in 
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Fig. 7 .  The velocity signals, their power spectra, and the reproducibility functions, estimated at 7 points in the IVS for the first 5 heartbeats 
of the normal young male subject in Figs. 4, 5, and 6(1). (a): PCG. (b): ECG. (c-i): the detected velocity signal ;(z%; t )  (i=l, 3 ,  5, 7, 9, 11, 
13) at the 7 points from the RV surface to near the LV surface in the IVS. In Figs. (a), (b), and (e), the results for the first 5 heartbeats are 
overlaid and shown. (d-i): The average power spectrum P ( z z ;  f) of G(q; t )  in (c-2). The vertical bar for each frequency shows the minimum 
and maximum values of the power spectra of the velocity signals in the heartbeats. (e-i): The reproducibility function, Iro(f)12, of the 
velocity signals {;(xi; t ) }  for the heartbeats in Fig. (c-2). There is a high correlation between these signals for the heartbeats up to about 
100 He. 
Fig. 6(3). By comparing the velocity signals and the power 
spectra in Figs. 9(c) and (d) with those of the normal sub- 
ject in Figs. 7(c) and (d), it can be seen that the signal 
power is greatly decreased, especially for the frequency 
components higher than 50 Hz. In this frequency band, 
as described above for the results in Figs. {7(c-i)} for the 
normal subject, there are large differences of the velocity 
signals between both sides of the IVS, and these differ- 
ences generate the thickening and thinning components in 
the heart wall. For the serious patient, however, the fact 
that the thickness change of the IVS is not recognized at 
all corresponds to  the lack of the frequency component in 
this frequency band. 
Fig. 10 shows the instantaneous speed Athi(t) of the 
thickness change of (8), the transfer fuiictioii H(zi  -+ 
xi+l; f )  from w(zi; t )  to v(zi+z; t ) ,  and the squared- 
magnitude of coherence function, estimated in 6 regions 
in the IVS for the patient represented in Fig. 6(3). The 
amplitude of the instantaneous speed ALhi(t) of the thick- 
ness change for all local regions in the IVS other than the 
region between the 7th point and 9th point in Fig. 1O(c-7) 
is very small as shown in Fig. 1O(c). Regarding the magni- 
tude of the transfer function in Fig. 10(d), the values are 
almost 0 dB; this means that the components due to  the 
thickening and thinning cannot be recognized. 
These differences between the normal subject and the 
serious patient correspond to the changes in the acoustical 
characteristics of the local heart wall due to the injection 
of mitoxantrone. Mitoxantrone has been reported to have 
an adverse cardiotoxic effect, which results in irreversible 
diffuse myocardial fibrosis at cumulative or high doses 
[39]. Taking these experimental results into account, the 
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Fig. 8. The instantaneous speed of the thickness change, the transfer function, and the coherence function, estimated in 6 local regions in 
the IVS for the 5 heartbeats of the normal young male subject in Figs. 4, 5, 6(1), and 7. (a): PCG. (b): ECG. (c-i): The instantaneous speed 
Ath,(t) of the change in thickness, where i=l, 3, 5, 7, 9, 11 in 6 regions preset from the RV surface to the LV surface in the IVS. In (a), 
(b), and (c), the results for the first 5 heartbeat are overlaid and shown. (d-i): The magnitude of the transfer function H ( z i  + zi+2; f )  
from "(xi; t )  to u(zi+2; t )  in (c). (e-i): The squared-magnitude of the coherence function, ] -y i , i+2( f )12,  between signals G(zi; t )  and G(zi+2; t )  
in (c). (GO), (d-0), and (e-0): The respective results for the data between G(zR; t )  = Z(q; t )  on the RV surface and Z(z14; t )  near the LV 
surface in the IVS. 
n n 
method proposed in this paper provides a new approach 
to the detection of such myocardial physical and/or histo- 
logical heterogeneity by analyzing velocity waveform and 
the instantaneous local change in thickness of the heart 
wall detected noninvasively from the chest surface. 
VIII. I??, VZVO EXPERIMENTAL RESULTS FOR Lv 
POSTERIOR WALL 
Figs. 11(1) and (2) show the experimental results ob- 
tained by applying the proposed method to  the LV pos- 
terior wall of another 22-year-old male subject and the 
patient with serious cardiomyopathy in Fig. 6(3), respec- 
tively. The latter measurement was performed two months 
before the patient's death. The 119 points are set at even 
intervals of Ax, = 0.75 mm from the endocardium of the 
LV posterior wall to  the epicardium as shown in Figs. l l (1-  
d) and (2-d). The ultrasonic beam passing through these 
points is almost perpendicular to the posterior wall dur- 
ing the measurements. The display format in Figs. ll(1) 
and (2) is similar to that in Figs. 6(1), (2), and (3). 
In Figs. 11(1) and (2), however, the maximum value of 
the vertical axis is 0.15 m/s and the maximum value 
of 5 [(m/s)/m] of the normalized speed of the thickness 
change is replaced by 10 [(m/s)/m], since the amplitude of 
the motion is larger in the posterior free wall. The wave- 
forms of the velocity signals are seen to be quite different 
from those in the IVS. 
From Figs. ll(1-e), (24 ) '  (1-d), and (2-d), it can be 
seen that there is parallel motion due to the heartbeat 
with an amplitude of about 8.6 mm for the normal subject 
and about 4.5 mm for the patient. For the normal subject 
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. 9. The velocity signals, their power spectra, and the reproducibility function, estimated at 7 points in the IVS for the 8 heartbeats of 
serious patient in Fig. 6(3). The measurement was performed two months before his death. (For details see Fig. 6.) 
represented in Fig. ll(1-f), the thickness of the posterior 
wall is about 12 mm at the end of the diastole and the 
wall becomes about 6 mm thicker for the systolic phase 
than that of the diastolic phase. For the serious patient in 
Fig. ll(2-f), however, the wall becomes only about 3 mm 
thicker in the systolic phase than in the diastolic phase. 
At the same time, the normalized speed of the thickness 
change during the myocardial relaxation for the diastole, 
which is the gradient of the lines in Fig. ll(1-f), is different 
from that in Fig. ll(2-f). 
IX. DISCUSSION 
A. Measurement of Velocity and Displacement 
All the techniques for velocity estimation employed 
in pulse-Doppler systems rely on the relationship of (1) 
between the phase-shift AO(xi; t )  and the displacement 
A x i ( t )  during the interval AT of consecutive echoes. To 
determine the phase-shift Ae(x i ;  t ) ,  an efficient complex 
cross-correlation technique has been developed in [ll] for 
real-time two-dimensional blood flow imaging. Since the 
cross-correlation is averaged over a duration of about 10 
received echoes in the actual system, the time resolution 
of the resultant waveform is not so high. 
The theoretical limitations of the phase-shift measure- 
ment are explained in [34] as follows: Variance of the es- 
timation of the phase-shift increases if broadband exci- 
tation is employed to improve the range-resolution; and 
the propagation-attenuation effect introduces the bias er- 
ror due to the shift of the center frequency in the received 
echoes. These limitations are also not overcome in our 
method. 
To improve the range-resolution and accuracy of the 
estimated velocity and overcome the velocity-limitation 
of the pulse Doppler due to the aliasing effect, the ve- 
locity and the displacement are directly estimated by 
time-shift measurement using the local cross-correlation 
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Fig. 10. The instantaneous speed Athi(t) of the thickness change of (lo), the transfer function H ( z i  + zi+2; f )  from U(.%; t )  to  v(zi+z;t), 
and the coherence function, estimated in 6 regions in the IVS for the 8 heartbeats of the serious patient in Figs. 6(3) and 9. The measurement 
was performed two months before his death. (For details see Fig. 8.) 
between consecutive RF signals in [34]. When the ve- 
locity and/or displacement are determined by the cross- 
correlation function of the RF signal, measurement of dis- 
placement of 2 pm would require a very high frequency of 
375 MHz ( = 1500 [m/s]/(2 [pm] x 2)). To improve the es- 
timation precision in the cross-correlation function of sub- 
sampled RF signals, several interpolation methods have 
been proposed and their performances are compared in 
[33]. Reconstruction interpolation, although entailing high 
computational costs, can decrease bias error in the time 
delay estimation to subnanoseconds, which corresponds to 
the displacement of submicrometers. However, a high sam- 
pling frequency of about 50 MHz is still required by this 
interpolation method. 
As confirmed by the experiment in Section V, the lowest 
measurable velocity by our method is about 0.1 mm/s, 
and the lowest measurable change in thickness and the 
displacement is about 0.1 pm. 
B. Comparison of Color-Coded Imaging Between the 
Proposed Method and Tissue Doppler Imaging 
For the display of the local velocity in the myocardium, 
tissue Doppler imaging has been already developed [35]- 
[37]. By this method, the color code determined from the 
local instantaneous velocity is superimposed on both M- 
mode and B-mode images. The lowest measurable veloc- 
ity of the system based on the conventional color Doppler 
imaging technique is 2 mm/s [37]. Using the same data 
set of the IVS and the posterior wall of a 23-year-old male 
with Doxorubicin-cardiotoxicity at complete remission, the 
normalized speed of the change in thickness obtained by 
the proposed method and the superimposed M-mode im- 
age obtained by the tissue Doppler method are compared 
in Figs. 12(1) and (a), respectively. 
In the results obtained by tissue Doppler imaging shown 
in Fig. l2(2) ,  the color code of each point in the heart wall 
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Fig. 11. In  vivo experimental results of the instantaneous object position and the velocity estimated at 19 points {i} in the posterior wall 
of another normal subject (1) and the same serious patient (2) as Fig. 6 ( 3 ) ,  where the measurement was performed two months before 
his death.. (a): ECG. (b): PCG. (c): The M-mode image. Two white lines show the estimated instantaneous positions G(t)  = z ~ ( t )  and 
zG(t)  = z(t) on the endocardium and the epicardium, respectively. (d): The tracking results {Gi( t )}  in (7) of the 19 points {i} are shown 
by white lines. The normalized speed of the change in thickness, &(t)  [(m/s)/m], is mapped according to the defined color scheme and is 
superimposed on the tracking results. (e): Superimposed estimates of the velocity signals {;(xi; t ) }  of the 19 points {i} in the heart wall. 
(f): The change in thickness, 2%(1) - &(t) ,  in the region from the endocardium to the i th  point in the posterior wall for z = 1 ,2 , .  . . ,19. 
 
is determined by the velocity and its polarity. Namely, it 
is determined by the s u m  of the  parallel global m o t i o n  and 
the local change in thickness. However, since the amplitude 
of the parallel global motion is dominant, the spatial dis- 
tribution of the velocity in the IVS and the posterior wall 
is not so clear, that is, the image reflects the global motion 
of the LV wall relative to the precordial probe, but not the 
myocardial layer thickening/thinning across the LV wall. 
For the normalized speed of the change in thickness 
obtained by the proposed method, however, the parallel 
global motion with large amplitude induced by the car- 
diac beat is canceled and, consequently, the color code on 
the M-mode image discriminates the instantaneous change 
in thickness in the local area around each point as shown in 
Fig. 12(1). The noninvasive evaluation of spatial distribu- 
tion of speed of local myocardial thickening/thinning has 
not been realized in the cowventional ultrasonic diagnosis 
systems, and the proposed method has the potential to 
provide information relative to the noninvasive diagnosis 
of myocardial local motility. 
C. Advantages of the Proposed Method 
for Spectrum Analysis  
The velocity signal measurement by the proposed 
method has the following advantages compared with the 
conventional methods. 
1. The measurable frequency band is from d.c. to sev- 
eral hundred Hz. Since components in the frequency band 
higher than 100 Hz in the velocity signal of the heart wall 
are not large, the velocity signals of the frequency band, at 
least until 100 Hz, are accurately measured with sufficient 
reproducibility. 
2. With standard Doppler equipment and in almost all 
the methods, including the wall-tracking techniques re- 
ported in the literature, the measured velocity and/or the 
displacement are displayed in the time domain. The effec- 
tive frequency band is less than 20 Hz and the frequency 
components from 20 Hz to 100 Hz are not considered. As 
shown in Fig. 8(d-0), however, the dominant component 
of the change in thickness is in this frequency band. Thus, 
for the accurate detection of the change in thickness of the 
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Fig. 12. I n  uzuo experimental results obtained by the proposed method (1) and the tissue Doppler imaging (2) at multiple points {i} in the 
IVS and the posterior wall of a 23-year-old male patient with mild cardiomyopathy. The tracking results {Gt(t)} in (7) of the multiple points 
{ z }  are shown by white lines. (I): The normalized speed of the change in thickness, S,(t) [(m/s)/m], is mapped according to the defined 
color scheme and is superimposed on the tracking results. ( 2 ) :  The velocity, w(zz ; t )  [(m/s)], is mapped according to  the defined color scheme 
and is superimposed on the tracking results. 
myocardium, it is essential to measure such high frequency 
components; our method is the first to achieve this. 
3. As evaluated in Section V, the proposed method has 
a wide dynamic range of about 73 dB, the spectrum anal- 
ysis being applied even for frequency band higher than 
20 Hz to 100 Hz, where the amplitude of the frequency 
components is very small, i.e., several micrometers. These 
high frequency components with small amplitude are also 
accurately measured by our method with sufficient repro- 
ducibility. 
X. CONCLUSIONS 
In this paper we have proposed a new noninvasive 
method for evaluation of local thickness change in the 
heart wall using ultrasound. By an in vivo measurement 
system to realize this method, both the instantaneous po- 
sitions and the velocity signals of the multiple points pre- 
set in the heart wall are accurately detected in the fre- 
quency range up to 100 Hz with sufficient reproducibility. 
By color-coded imaging, moreover, the spatial-time distri- 
bution of the instantaneous local change in thickness of the 
heart wall are obtained. For a serious patient, the results 
are quite different from those of the normal subject. From 
the difference in the power spectra of the velocity signals 
at multiple points in the heart wall, the frequency band 
where the myocardial expansion and contraction occur is 
identified. From the spectrum analysis of the velocity sig- 
nal of the serious patient, the components in this frequency 
band are greatly decreased. 
Since these preliminary studies in this paper were per- 
formed in young patients with clear echocardiograms, 
much work must be done to find out how the method can 
be applied in a wider range of subjects and to see whether 
it can contribute to assessment of myocardial diseases and 
recovery. Further investigation of this proposed method, 
including its clinical application to the noninvasive local 
diagnosis of coronary artery disease, drug-induced myocar- 
dial disease, and arteriosclerosis of patients including elder 
subjects, is being conducted. It will be necessary to com- 
pare the an vivo results obtained herein by the proposed 
method with pathological findings in order to evaluate the 
range of variability in clinical studies and construct a stan- 
dard which can be applied to the in vivo diagnosis of the 
heart wall. 
The direction of the ultrasonic beam was selected so 
that the beam was perpendicular to the heart wall in this 
paper. It is necessary to overcome the limitation. It will 
also be necessary to identify the origin of the parallel global 
motion detected in this paper. In this study, detected ve- 
locity signals were analyzed in the frequency domain only 
for the period around the second heart sound emission. It 
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will also be necessary to analyze the velocity signals for 
other periods, including systole and the end of diastole. 
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